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SUMMARY 



The limiting useful deflection of a diaphragm may he 
defined as that deflection which is followed hy an arhi- 
trarily chosen allowable limit of hysteresis, aftereffect, 
drift, or zero shift. Preliminary results reported pre- 
viously indicated that the limiting deflection is mainly 
dependent on the diameter, and the miaterial, and only 
slightly dependent on the thickness of the diaphragm. 

In order to investigate further the useful limits of 
diaphragm performance, miea sur ement s have "been made on a 
large numher of corrugated diaphragms of sim.ilar shapes 
hut of various sizes and various metals. The m^aterials 
studied include phosphor "bronze, "beryllium copper, 
A-Nickel, B-Konel , K-Monel , and Inconel. The apparatus 
used in m^aking the measurements is described. 

Data were obtained on the relations "between pres-- 
sure and deflection, deflection and hysteresis, time and 
drift under constant load, time and recovery after re- 
lease of load, and zero shift and deflection for the va- 
rious diaphragms. Many of the results are presented 
graphically. The performances of the different materials 
are compared and the characteristic constants for each 
material are deduced for use with design form.ulas. 

The results are analyzed to determine the • c orr ela-, 
tion of the limiting deflections with the thicknesses and 
di.ameters of the diaphragms and the elastic properties of 
the materials used. 



INTRODUCTION 



Metal diaphragms are useful in measurement of pres- 
sures "because of their a"bility to give definite deflections 
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as a function of the applied pressure. They fall short 
of perfection "because their strength decreases with in- 
creasing sensitivity and TDecause metals show deviations 
from ideal elas-t ic "behavi or , hereinafter" referred to as 
"elastic defects," such as drift, hysteresis, aftereffect, 
and z er 0 shi f t . 

Because, of their numerous app.li ca.ti ons in aircraft 
pressure-measuring instruments, the National Advisory 
Committee for Aeronautics has financially supported an 
investigation at the National "Bureau of Standards on the 
properties and design of corrugated diaphragms. 

It is apparent that, other things "being equal, the 
diaphragm most generally useful . i s • the one v/ith the 
greatest sensitivity, that is, the greatest ratio of-de-' 
flection to load. For a given thicljness and diameter, 
flat diaphragms are initially more sensitive (that is, 
the ratio of deflection to slight applied pressures is 
greater) than c or rugat ed di aphragm.s . Corrugated dia- . 
phragms are, however, almost universally used in pressure- 
measuring instruments "because their aver age - s ens i t ivi ty 
over a large range of pressure is greater than that of 
flat diaphragms of the same size, their zero-position 
under no load is. more stable, and a rather-wide range of 
pressure-deflection reslations may be obtained for a given 
size of diaphragm by losing di f f er en t d ^p ths or shapes of 
corrugation^ rn-:general, the corrugated .diaphragms can 
stand much larger deflections without permanent deforma- 
t i on ♦ . . • • ■ 

The theory of circular flat diaphragms,, both with 
clamped and with free edges, has been de-veloped with some 
success (references 1" to-?). • An approximate formula in- 
dicating the -general effects of change of corrugation out- 
line has" re cent ly 'be en derived (reference 8) but it has 
not been possible to evolve s at i s f ac t ory " t he ore t i c al de- 
sign formulas for corrugated diaphragms. 

In the. first phase of the investigation at this 
Bureau, the results of which have ■ been iDubli shed in ref- 
erence 9, generalized design f orm.ulas . v/er e derived by 
dimensional analysis of experimental data obtained from a 
series of dimensi onally similar diaphragms. Only one 
corrugation outline was studied, and deflections were 
limited to the linear range, 2 or 3 percent of the diam- 
eter D, The m^aterials used included beryllium copper, 
phosphor bronze, and Z-Nickel, 
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the work reported herein extends the previous work 
to. several other materials and to higher deflections and 
correlates the limiting useful deflections of diaphragms 
of the various materials with the elastic defects oh- 
served., with the elastic constants of the materials, and 
with the thicknesses and diameters of the diaphragms.. 



PACTORS AFFECTINa PERFOHMANCE OF DIAPHRAGMS 



Similar diaphragms made of different materials differ 
in stiffness, as would be expected becaiise of. the differ- 
ent elastic moduli, and also in the deflection which they 
will stand without permanent deformation. The performiance 
of a diaphragili is determined "by "both geometrical and me- 
chanical factors, such as size, shape, and method of hold- 
ing the edges, and l^y the intrinsic elastic properties of 
the materials of which it is made. 

It is logical as well as convenient to separate, as 
much as possihle, the effects of. variation of the mechan- 
ical factors from, those due to variation of elastic prop- 
erties from one material to another. In this investiga-- 
tion, the miechanical factors of unknown effe-ct were held 
fairly constant hy using only one shape (the different 
sizes were dimen s i onally sim.ilar) and "by always clamiping 
t.he edges in the sam.e manner. The thickness and the di- 
ameter are, of course, geometrical variables; their gross 
effects on stiffness have already "been studied in part. 
The previous study was limited mainly to deflections of 
less than 2 or 5 percent of the diameter. Over this 
range, the pr e s sur e-def 1 r c t i on relationship is very 
nearly linear (within 1 or 2 percent) for this shape. 
Data have now "been obtained on the pressure-deflection 
characteristics up to the maximum useful deflections, 
which for some diaphragms is nearly 8 percent of the di- 
ameter. Knowledge 'of the characteristics of one diaphragm 
shape was thus extended. This knov/ledge is of some value 
per_ s_e and m.ay he helpful when it is possible to compare 

the characteristics of diaphragms of several shapes and 
thus obtain, miore general design formulas. 



The maximum useful, or "limiting," deflection of 



a 



diaphragm, is a somev^hat indefinite' quantity. ^or in- 
stance, a diaphragm r^ay continue to deflect slowly under 
a constant load to an undesirable extent or fail to return 
imim.ediat ely to its zero position upon release of load. 
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even though"it may- regain i t ? • or i f:ina 1 position after a 
sufficiently long time* • For this reason, no single value 
is to he taken -as -the limiting deflection of a diaphragm 
for all 'purposes • The useful limits are to he defined in 
terms ■ of the elastic defects ivhi ch h e c ome ■ appar en t under 
increasing loads. The s e e 1 as t i c dc f e c t s i nclud e : 

lo Hysteresii=: the difference hetv/een the deflec- 
tions of the .diaphragm at. a given load for decreasing 
and for increasing loads 

2;^ Drift. the increase of def le ct ion 'with t ime 
u.nder a constant load - 

3. Aftereffect - the d e f 1 e c t i on r ema'ining immedi- 
ately after removal of the loa'd, that is:, hysteresis at 

.no I'Oad 

4, Recovery - the decrease of af-t er ef f ec-t with time 
under no load. (The term may also he applied to the tim.e 
•decreas e o.f hy s t e-r e s i s- a t a cons t ant l oad hut was not 
•studi-ed in this- sen^se; ) ' . " , ' . 

■ 5. ■ Zero shift the permanent deformation, that is, 
■the difference in er o pos'i ti.on "before loading and suffi- 
ciently long after unloading for recovery to occur; or' 
the difference hetween .aftereffect, and recovery 

Zero shift -appear?^ to- he a- fairly ahsolute' measure 
o.f^ useful def 1 ect i'On , : that Is, if each lo:ading causes 
permane-nt d"ef orma-t i oh , i t is app^arent tha't th.e loadings 
cannot he repeated- Indefinitely." iiven this criterion is, 
however, to he clo's'ely s c rut i ni z-ed . Many diaphragms will 
show some zero shift after each o.f the first loadings. 
Afterward their performiance (up to that load) hecomes 
stahilized and they are said to he seasoned. It is'char- 
^acteristic that imposition of a higher load will again 
cause a zero shift, which v/ill d ecr ea s e v; i th succeeding 
loadings and stahili.ty may again- he oht'ained. Heat treat- 
ment for stress relief will often reduce the numher of 
workings necessary to attain stahili ty There finally 
com.ep a point, however, at which the total, deformation • 
incident to the working is so great that the characteris- 
tics of th-e diaphragm over the low-pressure range are en- 
tirely different from the • original • Alternatively, the 
diaphragm, m.ay hreak during seasoning hefore stahility is 
• at tai ned . 
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As a practical definition, the useful limit may "be 
considered to lie in the range where the elastic defects 
begin to increase sharply, with incr ea s ing • de f 1 e c t i on . 
The determination of the course of these defects as func- 
tions of deflection, time, number of v-rorkings, heat treat- 
ment, and material involves an almost impossible amount 
of testing. The results obtained are therefore indica- 
tive rather than comprehensive, qualitative rather than 
quantitative, and comparative rather than exact. 

In many cases the useful limit may be only indirect- 
ly related to the limiting factors previously mentioned. 
It may be more important to use only that part of the 
range in which the pressure-deflection characteristic, or 
somie other relation, is best suited to- the particular ap-- 
plication. It is the intent of this paper to present 
data in tables- and in curves that will enable the user to 
determine the practical limiits for a particular purpose. 

MATERIALS 



A list of possible materials for diaphragms would be 
quite extensive, since the varying conditions of their 
use will include as desirable properties many other fac- 
tors besides elastic behavior. Slack diaphragms of fabric 
or rubber have long been used to attain an approach to 
zero stiffness. Fiber or paper diaphragms serve for sonic 
purposes. Quartz, glass, and plastics are possible mate- 
rials for elastic diaphragms ■ although unknown as yet in 
practice. Metal diaphragms are, of course, used in pres- 
sure-responsive devices for many applications, from sensi- 
tive baroipetric variometers which respond to a whisper to 
high-range indicators of expl o s i on p r e s sur e s . The choice 
of metal is often governed by chemical properties (espe- 
cially corrosion resistance), finish, app ear anc e , • and by 
price, as much as by the mechanical or elastic proper- 
ties. In the final design, the more data there are avail- 
able on mechanical and elastic properties, the better the 
choice that can be m^ade. The m.etals of which diaphragms 
are most commonly made are phosphor bronze, beryllium- 
copper alloys, nickel, nickel alloys, and-. steel. Aluminum 
alloys have not had much application inthis field. The 
diaphragms are usually stamped or pressed, rarely spun, 
from sheet stock of uniform, thickness. 
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In the present investigation, tept? have "been made 
on diaphragms of phosphor "bronze, "beryllium copper, 
A--Nickel, and the nickel alloys 3-Monel, K-Monel , and 
Inconel • 

Chemical analyses were made of some of the m.aterials. 
The compositions are given in tahle I. Complete analyses 
v;ere not made on the nickel alloys; thr-reforr, only nom- 
inal compositions for these alloys are listed. 

Hardness measurements v^r-rr made vrith a Knoop indenter 
(reference 10) on m.any of the miaterials before and after 
the working incident to formation and after heat treat- 
ment, if any. The indentations were m.ade on the top of 
the diaphragm corrugations after the material had "been 
sufficiently polished to remove m.ost of the oxide coat. 
In general, there was no significant variation from one 
corrugation to another. The Knoop indentation num^hers 
are very roughly equivalent to Brinell num."bers that m.i^ht 
"be obtained on thicker specimens of the sa.me m.aterials. 
The results are given in table II. 

The hardness of the various materials is of impor- 
tance as an indication of the attainment of the optimum 
physical properties. ?or m-aximum deflection a diaphragm 
of a given material should be so formed and stress- 
relieved that the diaphragm has the maximum possible hard- 
ness • 



Phosphor Bronze 

The phosphor bronze v/as obtained in strips 3 to 5 
inches wide and of nominal thicknes sas, 0. 002 , 0.003, 0.004, 
0.006, and 0.003 inch. The percentage of the various con- 
stituents of the alloy as determined by chamical analysis 
is included in table I. 

Heat treatment . - The material as received had been 
hardened by cold rolling and was found to be too hard to 
form, satisfactorily in the dies used. In order to soften 
the material, the procedure followed in previous work 
(reference 9) was first used. This procedure consisted 
in heating the diaphragm blanks, packed in carbon, for 
1 hour at 425^ C. After this treatment, the material 
could be satisfactorily formed. The elastic properties 
of the diaphragms were found to be poor. The same period 
of heating at 390^ C necessitated formation in two stages, 
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"but performance was somewhat improved. A heat treatment 
described "by Harrington and Thompson in reference 11 was 
then tried, although the treatment had "been developed for 
a phosphor "bronze of somewhat different composition. The 
."blanks were heated in carbon as before but at 250^ C for 
100 hours. The diaphragms could then be formed, although 
with some difficulty. 

The performance of diaphragms made of the material 
annealed at 425^ C could be stabilized at 2 percent D 
(center deflection = 2 percent of diam.) by considerable 
working or by heat treating at 300^ C for 1 hour followed 
by several loadings. With the 100*-hour, 250^ C treatment 
before forming, some improvement in the elastic proper- 
ties was apparent. After considerable working, stability 
could be attained up to about 4 percent D. If a further 
heat treatment of 50 hours at 250^ C following formation 
was given-, the performance could be stabilized by moderate 
working for deflections up to 5 percent D. 

Although the heat treatment opolied was DOssibly not 
the best possible for the phosphor bronze used in this 
•investigation, special studies of he^t treatment are be- 
yond the scope of this work. 

Hardnes s ♦ - Hardness measur em.ent s were made on samples 
of the sheet stock, on diaphragm blanks that had been 
given the preliminary heat treatment (l hr ^t 425^ C, or 
100 hr at 250^ C), on formed diaphragms, and on diaphragms 
after the stress-relief treatment (50 hr at 250^ C). The 
results are given in table II, 

The heat treatment at 425° C reduced the Knoop'inden- 
tation number to about half its original value, while the 
250^ C heat treatment decreased the Knoop indentation num- 
ber by less than 20 percent in most cases. . Formation of 
diaphragms of phosphor bronze that had been heat-treated 
100 hours at 250° C increased the hardness to a little 
below its initial hardness. Other materials show an in- 
crease of indentation number incident to formation up to 
more than double that of the blank. The stress-relief 
treatment (50 hr at 250^ C) reduced the hardness to about 
the same value as before the forming.. 

It is apparent that the 100-hour, 250° C heat treat- 
ment relieved the stresses with m.uch less reduction in 
hardness than did the 1-hour, 425^ C treatment. 
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Beryllium Copper 

The iDeryllium copper was ohtained in strip form 3. to 
6 inches v/ide and in thicknesses of 0 . 002 , 0, 003 , 0 , 004 , 
0-^ 005, and 0^ 008 inch. A few disks 1 ;| inches in diameter 
and 0,013 inch thick were also ohtained. Only dead-^soft 
material was used, since material hardened by rolling 
could not "be easily formed to the shape of the dies. The 
composition as do t e rmi ned" "by chemical . analy si s is included 
in t ahl e I o ' • •:• - 

ric^at .treatment s- After the' diaphragms were formed, 
they were heated, for 1 hour at 300^-0. ' This treatment 
gi ve s go od r e sul t s , l:^ut more recent advice from the 
Beryllium: C.orp-orat i on -has ed on work- wi-t'h springs .suggests 
that a higher t env-per atur e would pe'rhaps "be better for re- 
ducing the drift under load-* -Hesults- of tests of a few 
diaphragms ,of. a different allo-y .-(Beryl-'co Wo. 25, described 
in reference l-i8 ) , v;h ich were heated fo'r 2 hours at 330^ C, 
are included in this rnport. 



The ^ di aphr a^::UsS in -onis i 
air without clamping. The di 
tion of a thin black oxide fi 
easily removed by hydrochlcri 
change in the performance-of 

Hardne s s ♦ - Measur ement s 
soft sheet, .st o.c.k as received, 
on the diaphragms, .after heat- 
listed in table II. 



nv e I igat i on were heated in 
s c ol or at i on' due t 0 the forma- 
Imx during heat jng could "be 
c acid without apparent 
the diaphragms., 

v/ere m.ade on sampl e s ' of the 

after heat -tr eat mien t , and 
t r e a t:m.e'n t . ~ - '"Th^e r e sui t s' ar e 



The heat tr-eatmen-t increased the Knoop hardness numi- 
ber from 125 to about 3-35. The y ery smal 1 di f f er enc e' of 
hardness between the heat-treated sheet stock and the 
heat-treat ed diatihragms indicates that the w^Drking inci- 
dent to f ormiat i on . had little effect on the final hardness 
of the f ormed di aphragm.s . 

Precipi tati on-hardenable alloys , such as beryllium. 
copper, have the advantai-::e that the diaphragms ' can be " 
formed from the r elati vely s of t miat eri al ; whereas materi- 
als that" depend for their final hci^*dness on the hardness ' 
of the blank and the -work hardening incident to formation 
m.ust be form-ed from, blanks.o.f tiie maximi,um: permissibl.e 
hardne-s s . 
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Nickel and Nickel Alloys 

The nickel and the nickel alloys were siipr)lied 
through the courtesy of The International Ni'ckel Company, 
Inc. which also h eat •-t r ea t ed the diaphragms made of- 
K~Monel, Four materials were supplied: A-Nickel , B-IxOnel, 
.K-Monel, and Inconel. The materials were of one thickness 
0.006 inch, and were supplied in annealed soft and in the 
rolled guarter-hard conditions. Data on chemical compo- 
sition are included in tahle !• 

Heat t reatment . - Most of the diaphragms of A~Nickel 
and B-Monel were given a s t r e s s *-r el i e f treatment after 
formation. This treatment consisted, in heating the dia-- 
phragmis in carton at 330° C for 1 hour, Inconel was given 
a stress-relief treatment at 425° 0. A few of the. dia- 
phragms that had not "been given the s t r e s s -r e 1 i e f treat- 
ment were also tested. 



After being formed, the diaphragms of -X-Monel were 
heat-treated "by the International Nickel Company for 16 
hours at 580° C, (See reference 13.) 

Hardness,- Measurements sim. ilar to those On the other 
materials were m.ade on all of the nickel alloys. The data 
are recorded in tahle II. 

The Knoop . indentat i on numaher for A-Nickel was rais.ed 
from 60 to 170 during the. process of formation and stress 
relief. The Kn.oop. indentation numhers for these di.a- 
phragms were considerably higher than for the quarter- 
hard sheet stock (Knoop indentation number 148). This • 
increase in hardness indicates that the hardening incident' 
to formation was more -than ' equival ent to that obtained by 
rolling auar t er-hard . Diaphragms could not. be formed of 
the quarter-hard mat er i al -b ec au s e rupture occurred in the 
early stages .of . f ormat i on . .. 

The s t r e s s --r e 1 i e ved B-Monel diaphragms formed from 
the soft material had a Knoop indentation number -of 200, 
the soft stock, a Knoop indentation number of 102. Dia- 
phragms could not be successfully formed from the quarter- 
hard stock B-Monel. with a Knoop indentation num.be.r of 222. 

Diaphragms of K-Monel were successfully formed of 
the soft material and, by the use of light clamping 
forces, of the quarter-hard material. The Knoop indenta- 
tion number of the soft K-Monel was increased from 192 to 
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273 during formation", and to 334 'by the precipitation 
hardening. Similarly, the indentation numher of the 
quart er-ha.rd material v;as increased from 215 to 335. The 
final hardness of the K-I'onel diaphragms was alDOut equal 
to that of the beryllium cop^:er. 

The strip Inconel was the hardest. of the nickel 
loys, with a Knoop indentation number of 248 for the 
material. After formation and stress relief, it was 
as hard as K-Monrl or "beryllium copper. 



MANUFACTURE OF THE DIAPHRAGMS 



The diaphragms .used i.n mxaking these tests were miade 
"by the method of -hydraulic pressing, ■ Lies of four sizes 
were used, all having dimens i onally similar shapes, as 
shown in figures 1 and 2. The depth of all of the corru- 
gation-s was 0^0167^, except the .outer offsetting corruga- 
tion, which was a 120^ arc of radius D/16.. The effective 
diameters D of the dia"ohragms formed with these dies 
were 1-g-, 2, 2^-, and 3 inches. The rim width was one- 
fourth inch for all si"7es. The out s i d e ." d i nme t e r was the 
sam.e for all the dies; they could, therefo-re, "be used in- 
terchangeably with the same base, • 

The_ apparatus used, for making th-e diaphragms included 
a hand-operated hydraulic press of 18 -tons capacity; a 
hydraulic pum^T), " al.s.o hand operated; the dies; a base for 
the" die; paper gaskets; dental dam.; and- circular m-etal 
blanks. The press wa^ used to clamp the die and its base 
and was also' used in the cour^^e of testing the diaphragm.s. 
Figure 3 is. .a pho t ograph ,of the press with 'the testing 
apparatus, Wh^n the press was used. for m.akin"g the dia- 
phragms, "the micrometer tip A, seen projecting b'elow the 
upper platen in figure 3, could, be screwed out of the way. 
The hydraulic pump was connected by 1/B-inch copper tubing 
to the base 5 (fig.. 2). In operation, the -clamping force 
was made greater than the hydraulic force exerted by the 
pump" in formiing the diaphragm. The difference between 
these two forces was the effective clamping force. 

The die rested in its ba^^e with the blank between 
themi. Paper gaskets were necessary to prevent . 1 eakage 
between the blank and the base at - hi gh- f orming pressures. 
The pressure fluid v/as conducted to the lower side of the 
blank' through the hole in the die base shown in figure 1, 
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Annular ring? (l/?2 in, thick) were laid in the baf^e to 
center the iDlank and ' t he ' ga s ke t . The die was automati- 
cally centered "by the cylindrical projecting rim of the 
base. Sach die had vent holes (see figs. 1 and 2) to 
allow the air "between the iDlank and the die to escape. 

In the formation of some of the diaphragms, the pro- 
cedure was as follows: The paper gasket and the l^lank 
were placed on the pressure "base. The die was placed on 
top. The die and the pressurp "base were placed together 
in the press and clamped with a force sufficient to clamp 
the edge of the diaphragm with a pressure up to 10,000 
pounds per square inch in the presence of the hydraulic 
•pressures (upto 9500 Ih per sq in.), which were then ap- 
plied. After the pressures were released, the formed dia- 
phragm was rpmoved. 

A few of the diaphragms were made with a thin rulober 
sheet (dental dam, 0.012 in. thick) "between the iDlank and 
the die; these diaphragms had characteristics different 
from those of the fully formed diaphragms. Most of the 
fully formed diaphragms were made ±a two stages: first 
the ru^blDer backing was used and then the forming was ccm- 
pleted without the backing. This method gave a more uni- 
form thickness for the various corrugations. By this 
"two-stage" method, diaphragms could also "be made of 
harder or thinner materials than could "bo directly formed 
in one stage. The thickness of diaphragms formed by this 
method was usually 8 to 10 percent less than that of the 
b 1 anks . 

Another' technique found useful in form.ing harder ma- 
terials was the use of clamping forces small enough to per- 
mit the edges of the blank to be pulled in and leave a 
narrower rim. In order to avoid too great dissymetry, 
the diaphragm wa^^ partly formed (v/ith about one-third the 
full forming pressure), the d.ie was removed, and the 
partly formed diaphragm was- r ot at ed- 1 8 0^.. The forming 
operations were then completed. Thi s technique . minimi zed 
the uneven pulling of the edges due to slight unevenne.ss 
of the gasket, the die, or the die base. 

After heat treatment, some of the diar)hragmiS were 
equipped with reinforcing disks as a part of the regular 
manufacturing process. The disks were of copDer cr phos- 
phor bronze 0,03 inch thick or nickel 0.015 inch thick,. 
After heat treatment of the diaphragms, the disks were 
soldered on in the center of the convex side. Their diam- 
eters were D/4, the same as that of the uncorrugated 
central area. 
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to stabilize the central 
correspond to the prac- 
me chani sm , contacts, or 
to the center of the dia- 

The zero shift of reinforced diaphragms was in some 
cases soraewhat larger than that of similar diaphragms 
without reinforcing di$ks.. This defect was possihly due 
to faulty soldering. Cadmium-zinc solder (melting point 
= 260° C) with zinc-chloride flux seemed to give less 
erratic results than 50-5Q lead--t in ' s o.lder . Disks were, 
however, omitted for most of the hysteresis and drift 
tests to avoid effects extr.an.eous to the diaphragms them- 
selve s • . ■ 

Inasmuch as the four different si-zes were dimension- 
ally similar and the main effects of variation of diameter 
on the. load-deflection characteristics of diaphragms of 
this shape had "been determined in reference 9, not all of 
the sizes .were made in all materials for this study. 



• METHODS OF TESTING 



The rims of the diaphragms were clamped hy a hydrau-' 
lie press for testing.. The testing -apparatus may "be seen, 
in figure 3. The steel pressure chamher B has four an- 
nular steps to fit the four different diameters. Steel 
cylinders (such as C) of l/4-inch wal 1 . t hi cknea s , which 
is the width of the rims of the diaphragms, were con- 
structed with insicle diameters equal to the diameters D . 
of the corrugated p:art of the- diaphragms in o.rder to clamp 
the edgesv 

The diaphragm was placed, on a greased paper gasket 
on the annular step in the pressure chamlDer.- The cylinder 
C (fig. S) wa-s seated on the. rim of the diaphragm, and the 
assemhly was centered on the lower platen of the press. 
When the hydraulic pressure was applied to raise the 
lower -platen, the -cylinder cla-mped .the diaphragm directly 
under the micrometer A mounted- in a h.ol.e through the upper 
platen.- The clamping force (ahout 5 tons)- could he main- 
tained by a hand pump and a pressure gage to. the constancy 
required to keep errors due to variation of clamping force 
to less than the- sensitivity of the m:l.cr ome t er . 



The purpose of the disks was 
part and to make the construction 
tical case in v/hich an indicating 
mounting connections are fastened 
phragm. 
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Air pressure nieasured "by water or mei*cui*y manometers 
M could "be applied to the diaphragm by means of a hand- 
operated air pump. for many tests it was not convenient 
to wait for pressure and temperature equilibrium to "be 
reestablished after change of air pressure. A hydraulic 
method of loading was therefore adopted for much of the 
work. The space in the pressure cham.ber B below the dia- 
phragm was filled with water. A m.etal tube connects the 
pressure b.ase through stopcocks C^^ , , , C^. shown in 

figure 4 to water and mercury columns W and M.. These 
manometers are in parallel, the ranges being 140 centi- 
m.eters of water and 210 centimeters of mercury, respec- 
tively. 

Pressure could be gradually varied by raising or 
lowering the reservoirs or R^, or it could be rapidly 

changed by adjusting the pressure in either manometer 
with the stopcocks and C3 closed and then opening the 
appropriate stopcock. The stopcocks were opened slowly 
enough to prevent overpressure due to surging. The ef- 
fective pressure on the diaphragm, was not exactly that 
indicated by the manometer before opening the stopcock, 
because the deflection of the diaphragm would cause a 
change in the lower mercury level. A correction for this 
change was m.ade by. reading the positions of both the 
upper and the lower meniscus (when mercury was used) and 
allowing -for the change in height of the column of water 
between the lower meniscus and the -diaphragmi. 

The" accuracy of the pressure measurements was better 
than 0.5 millim.eter on. the manom,eters. The microm.eter, 
held by an i n sul a t i ng 'bakel i t e bushin g in the upioer plat- 
en, was connected to a graduated wheel E, 12.v^ inches in 
diameter, the rim of which was ruled with 500 divisions. 
The miicro.meter screw had 40 threads to the inch;- each di- 
vision o.r unit on the \\rheel therefore cor re spo-nded to a 
movement of 5 X 10""^ inches. Readings were estimated to. 
tenths of a wheel unit and could be repeated with about 
this precision. The accuracy of m.easurement is, of .course, 
not -^-o great as the sensitivity indicated but, .for m.eas- 
urements of drift or aftereffect, the sensitivity of the 
measuring' apparatus is more important than the abso.lute 
accuracy. An electric circuit was so arranged that, when 
the micrometer tip touched the diaphragm, current flowed 
in a galvanomet er and moved a spot of light reflected 
from the gal van ome t e.r miirror, 0 ont ac t ^ c ould thus be vis- 
ually determ.ined. A voltage of only It volts was used. 
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and. the curr-ent was- li-mlted "by a 0, 6- mego-hm. res i s-t anc e to 
av.oid sparking^ The ■ micrometer was f itted- with a sma.l-l . 
rounded- tip of steel. The. surface of the diax)hragm or 
r ei-.nf orcing di<;k wa? cleaned and polished over the central 
area where the^ micrometer- tip- touched,- 

The -pressure chamber was so designed that, the dia-r. • 
p.hragm could "be tested \\^ith e-ither side up.. . Since the- 
outline- is not symmetrical- a^o-ut thp pla-ne of thr rim, -the 
1 oad--def lect i on characteristics would "be exp^^cted to ho , 
di f f er eht , in" t'hr- t w o di r f c t i oh s . A fpw of th-^' diaphragms 
were tested in "both di r e c t i on s^ hut . m o s t o f them, were tested 
with the pi'essure applied to only the convex side. 

Although the tem.perature was not closely controlled 
and tests were made throughout the range of room, tempera- 
tures from 20^ to 30^ C, the t em"Deratur e var i at i on during 
any one. test was seldom as much as 1°. 



Fr e s sur e ~D e f 1 e c t i on Tests 

The relationship hetween pressure and deflection for 
the various sizes, t hi c kn e s s e s , and ki nd s of diaphragms 
was not the main ohject of this investigation, the laws 
relating these variables having hern determined in the 
earlier study, (refcrmce 9).. in order to study the elas- 
tic defects it is. necessary to deflect the diaphragms, 
and data on their pressures-deflection characteristics 
must he obtained. New materials were h e i ng inv e s t i gat ed , 
and the old ones . were being used to larger deflections 
than in the ea r 1 i e r * w o r k . . A comparative study of the 
pressure-deflection characteristics is, therefore, of 
considerable interest . 

When pressure-deflection data was obtained, the zero 
reading was first taken with n'o pressure applied. The' 
micrometer was then screwed up , . a smal 1 pressure was ap- . 
plied, and the micrometer was screwed down to make con- 
tact. The process was repeated for successively higher 
pressures. At each pressure the position of the micro- 
meter wheel was noted for successive contacts made 10 to 
20 seconds apart; and the, reading was recorded when two 
successive contacts occurred twice at the same wheel 
position, that' is , within 0,1 wheel unit (5 x 10 in.), 
which was found to be a good indication that further 
short-time drift. would be negligible. From 1 to 3 min- 
utes v/ere usually reauired at each pressure. 
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The stepwise raethod of loading is similar to the most 
general conditions of usaeTe of diaphragms. The deflec- 
tions obtained in this manner fora given pressure are 
presumably equivalent to those that would "be obtained some 
time after sudden applications of the same t ot al pr e s sur e . 

Hysteresis Measurem.ent s 

The diaphragms were loaded in the stepwise m.anner to 
a given maximum deflection and were held at this pressure 
for at least one-half hour. The pressure "was then reduced 
stepwise and readings of deflections were taken for each 
pressure. Tim^e was allowed at each step for short time 
drift to disappear, that is, measurements were recorded 
within a few minutes after the pressure was -obtained but 
only when successive readings 10 to 20 seconds apart 
agreed within 5 X 10"^ inch. This procedure required 1 
to 3 minutes. The entire procedure was repeated for each 
of a number of different maximum, deflections. 

The hysteresis was defined as the difference between 
the deflections for decreasing and for increasing loads. 
When a permianent deformation occurred for large loads, it 
was subtracted from the- apparent hysteresis, because the 
deformation presumably occurred at the maximum load. 

Drift Measurements 

When the diaphragm is slowly loaded, either in steps 
or ■continuously, the deflection at any pressure is slight- 
ly greater than the deflection obtained immediately after 
sudden application of the same pressure. Even after slow 
loading, further drift miay occur when the pressure is 
held constant, but a large part of the drift occurs simul- 
taneously with the slow loading and is not apparent as 
such. Most pressure-measuring instruments are used with 
slow leading or its eo^uivalent. Calibrations are normally 
made for this condition, usually by stepwise loading and 
waiting a short timie at each load, Just as was done in 
obtaining the load-deflection characteristics of the dia- 
phragm. Drift that occurs beyond this amount is sometimes 
called long-time drift. The long-time drift differs from 
the short-tim.e drift m^ainly in magnitude. Of course, if 
the diaphragm is o ver s t r e s s e d , continuing deformation is 
to be expected. This deformation is referred to as '^yield- 
ing" and the term "drift" is reserved for recoverable de- 
flections. 
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For c'.iaphragms under normal Uf^e, the long-time drift 
during a day or more, following the short-time drift • that 
occurs within a few minuter, may he too ?;mall to measure 
conveniently • The investigation of long-time drift is 
•important since in many pressure instruments (for example, 
altimeters), the diaphragms normally are under ma'^rimum 
load. There was not sufficient time to investigate long- 
time drift or to determine whether a large value of short- 
time drift indicates a large value of long-time drift, 

For drift tests, sudden load? were applied with the 
apparatus pr e v i ous ly • de s cr ih ed The first reading was 
usually ohuained within 10 seconds after the application 
of load, and further readings were taken as freouently as 
possible or necessary until equilihrium v/as apparently 
es tahli shed. 



Aftereffect, Recovery, and Zero Shift 

After any loading test a diaphragm may not immedi- 
ately return to its original position. For slow unload- 
ing or for ?mall load?, the no-load position is usually 
very near the original position and total recovery occurs 
within a few minutes. For sudden release. of load the 
aftereffect is larger, and for large load^ it may decrease 
for several days without entirely disappearing. Just when 
the decrease is assumed to have stopped is somewhat arbi- 
trary, "because recovery might he gradual over a long-time 
period, as for long-time drift. When no measurable change 
in reading occurred within 1 hour, however, the remaining 
discrepancy was assumed to be a permanent zero shift. 

Measurement of aftereffect was made as part of the 
hysteresis tests, since the aftereffect is really hyster- 
esis at zero load. Recovery data were also obtained fol- 
lowing hysteresis tests to determine whether any loerman- 
ent z;ero shift had occurred. In most of such tests, the 
aftereffect was so small and recovery was so rapid. that 
no significant data on the r'-^l-^tion between recovery and 
time were obtainable. In order to obtain the full meas- 
ure of aftereffect, measurements were taken following 
sudden release of load in a manner analogous to that for 
measuring drift after sudden application of load. Be- 
cause the miGrom.eter had to be screwed down after the re- 
lease of theload, through a distance equal to the maxi- 
mum deflection, the time interval between the change of 
load and the first reading was somewhat greater than for 
drift measurement s • This interval was usually about 20 
to 3 0 seconds. 
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RESULTS 
Pressure Deflection 



In figure ? are shown several pressure-deflection 
curves for diaphragms of reinforced 'berylliuin copper. 
The general course of these curves is typical for dia- 
phragms of this shape, although stiffnesses are naturally 
different for other materials. Some of these curves ex- 
tend over a greater range than is usahle in practice; the 
diaphragms hegan to yield inelas tically for deflections 
gre^'ter than 7 to 3 percent of the diameter. Diaphragms 
of other materials have smaller usable r ange ^ ; ' "but , if 
they could he deflected further without yielding, they 
would presum.ahly follow soniev^hat similar curves. 

Before it will "be possible to compare diaphragms of 
different materials and of different sizes to determine 
to what extent the character of the p r e s p?ure -de f 1 e c t i on 
curve is determined by shape factor??, it is necessary to 
simplify the problem by combining some of the variables. 

The method of dim.rnsional analysis as discussed in 
reference 14 is useful in this connection. It may be ap- 
plied as follows i 

The deflection of a dia^Dhragm is influenced by the 

the thickness, the shape 
elastic constants of the 



pressure applied, the diameter, 
of corrugation outline, and the 
mat er ial . 


Let 






X = 


deflection 




D = 


diameter 




t = 


thi ckne s s 




P = 


api^lied pressure 




E = 


Young's m. odulus 




P = 


plate modulus S/(l 


- o^) 


a = 


Poi s s on * s rat i o 
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For all diaphragms of the same corrugation shape (dimen- 
sionallr similar di aphr afS'ms ) 

X=f(D,t,P,E,a) (1) 

The . d im en s i onl e s s' ratios' formed loy c oml) ina t i on s of the' 
paramet'ers are also related, so that 

X ^ 0 fi, a V ' (2) 

Experimental ohservations on many diaphragm.s of the 
given shape show that the p r e s sur e ~d e f 1 e c t i on relation is 
fairly linear over the range of deflections up to 

— = 0,02, For this ran^^e of deflections and over the 

D ^• 

range of "^^^'^^ = 2 to 4, the following eq^uation holds for 
all the diaphragms i 

— =r 2.2b X 10^ (t/D X lO^)^'-^^' (3.) 
PD 

The absolute magnitude of the exponent increases heyond 

each end of this range of l^^^i-- 



The general curve developed as figure 9 in reference 
9 for diaphragms of this shape over the range of X/D up 
to 0.02 is reproduced as figure 6. The data plotted were 
determined from data for reinforced "beryllium-copper dia- 
phragms, loaded on the convex side. The effective values 
of F for other materials can he so chosen that the 
points fall on the curve. This durve defines the stiff- 
ness of the diaphragms P/X over the given range of de- 
flections as a function of D, effective thickness t, 
and the plate modulus of the material F. As long as the 
pressure-deflection curve is linear, the average stiff- 
ness P/X is the same as the local, or instantaneous, 
stiffness AP/AX. Beyond the range of linearity, it is 
necessary to specify what definition of stiffness is used 
in making comparisons. For example, at points A and B in 
figure 5, the stiffness is the same hy either definition; 
at point C the average stiffness OP/PC is m.uch less than 
the local stiffness AP/aX. 
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Because the diaphragms had "been found to "behave sim- 
ilarly when deflected s-imilarly> that is, to the same 
X/D ratio within the limited range, it was considered 
probable that the similarity would hold for larger deflec- 
tions. In order to reduce the observations to a form 
adapted to test this assumption, the following procedure 
was adopted; 

The p r e s s ur e ~d e f 1 e c t i on data ivere plotted for a num.her 
of diaphragms of different materials, sizes, and thickness- 
es, ^'rom the average stiffnesses of the diaphragms up to 

X 

= 0,02, values of F were determined that- would make the 

D 

representative points for the diaphragms fall on the curve 
of figure 6. 

The various determinations of ¥ for diaphragms of 
the same material were averaged to obtain the values listed 
in table III... 

Because the curve of figure 6 r elate to reinforced 
diaphragms loaded on the convex side, the values of tht 
modulus for other conditions derived from this curve are 
only relative.. The values, of F derived for' diaphragms, 
supposedly .alike sometimes vary by as much as 1,000,000 
poun.ds per squ.are inch. Predictions, based on the average 
values listed will therefore pr.obably not be much more 
exact. 

The plate modulus of reinforced beryllium copper 
previously reported (r.eference 9) differ-^ slightly from 
the average given in table III,' Although the average in- 
cludes measurements made on diaphragms of slightly differ- 
ent chemical composition,, no significant c orrelja't i on v/ith 
composition is apparent. The computed modulus appears 
not to vary with diameter. Nom.inally identical diaphragms 
sometimes differ in modulus by as much as 1,000,000 pounds 
per square inch, which is also the. average deviation from 
'the mean for all the ■ r e.i nf or.c ed diaphragms of this mate- 
rial.. The modulus fo.r unreinforced be.ryllium-copper dia- 
phragms had a deviation from the mean of 700,000 pounds 
per square inch. 

A few' measurement s on the other materials indicated, 
less deviation from the m;ean, There was no significant 
difference of modulus between diaphragms formed of soft 
and quarter-hard material. This m.ay be due in part to 
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the fact 'that the soft materials were drawn in many cases 
to their maximum allowahle reduction, whereas the techni- 
que followed for the quarter-hard materials pro"bahly re- 
sulted in diaphragms only slightly harder than those 
formed of the soft material. 

In order to determine the value of t to use for 
each diaphragm, the thickness at the top of each corruga- 
tion was de t erftiined ■ at eight points, hy a micrometer with 
hall point s Readings ■ were ■ made to 0.0001 inch. The 
thicknesses of the several corrugations were weighted in 
proportion to the relative c ont r ihut i ons made hy each cor- 
rugation to the deflection (reference 9), For diaphragms 
formed hy the two-stage method, the weighted mean differed 
Only slightly froin the average thickness. 

Shape of pressure-deflection curves.- In the applica-- 
tion of diaphragms to particular purposes the shape of the 
pressure-deflection curves is of considerahle importance. 
A detailed study of some of the factors that influence the 
shape of the pressure-deflection curves, is therefore de- 
sirahleo 

In figure 5 some p r e s sur e -de f 1 e c t i on curves for rein- 
forced h ery 1 1 ium-c 0 uper diaphragms are shown, from which 
some indication of the general shape of the press ure-deflec 
tion curves can he ohtained. Deviations from linearity 
can he graphically determined from these curves hut .other 
methods of presentation arc more satisfactory. 

One convenient method of presenting the .pre s sur e- 
defiection data in graphical form is to plot curves of 
deviation from linearity against either pressure of de- 
flection. Because the similarity relations sought are 
expected to he related to deflection ratios rather than . 
to actual deflection or to actual" pressures, the devia- • 
tions from linearity were expressed as percentages of the 
deflection X = 0.04D and were plotted against values of 
X, expressed as a percentage of the diaphragm diameter D. 
Details of the computation follow: For the X/D value 
of 4 percent the average flexihility X/P was determined. 
Multiplying the pressures at selected deflections hy the 
average flexihility gave the deflections that would corre- 
spond to a linear pressure-deflection relation. The per- 
centage deviation from linearity was ohtained hy dividing 
the difference hetween the ohserved and calculated deflec- 
tions hy 0.04D. 
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Three curves showing the deviation from linearity for 
diaphragm of reinforced "beryllium copper are presented in 
figure 7, Diaphragms of other materials follow more or 
less closely the curves for "beryllium copper for the same 
values of t/D, Curve I is typical of diaphragms of low 
t/D ratios. Diaphragms of t hi nn e r • mat e r i al s or larger 
diameters, a"bnormally low t/D. ratios, deviate more wide- 
ly from linearity and may deform suddenly at from 3 to 5 
percent D, Diaphragms of tho shape used for which the t/D 
ratio is approximately 2-x 10'^ have characteristically 
small deviations from linearity. Curve II shows devia- 
tions of less than 1 percent (of 4 percent D) in the 
range of deflections up to 4.6 percent D. The deviation 
from linearity when t/D is greater than 2 x 10""^ is 
shown "by curve III. For larger values of t/D the ef- 
fect is still m.ore pronounced. 

The average f 1 e xi"b i 1 i t i e s of a numl:er of diaphragms 
have been computed, A few typical curves of average flex- 
ibilities divided "by the flexi'bility at X = 2 percent D 
plotted against deflection as a percentage of D are 
shown in figure 8* Also in figure 9 the variation of the 
ratios of the average flexibilities at X =.0.04D to that 
at -X = 0.02D are shown. These data indicate that this 
ratio of flexibilities varies linearly with the- t/D 
ratio. 

These curves as well as those in figure 7 show that, 
for diaphragms of the shape studied, the nearest approach 
to pressure-deflection linearity for moderate deflections 
(up to X = 0.04D) is obtained with a ratio of t/D 
= 2 X 1C~^. For t/D larger or smaller, the deviation 
from linearity becomes qui t e . marked for deflections . 
greater than 0 , 02D . . -Di aphragms with t/D < 1 x 10"^ may 
have local flexibilities over a short part of their range 
appr oximiat cly ten times the flexibility at X = 0.03D, At 
slightly higher deflections (X = 0,03D to 0.04D, depend- 
ing on t/D), a sudden deformation of the diaphragm occurs, 
although no instability is apparent in the very flexible 
range before deformation. The curves shown are for rein- 
forced beryllium-copper diaphragms. 

Plots similar to the one shown in figure 9 for un- 
reinforced diaphragms of all the materials tested indi- 
cated no significant variation am.ong materials,. "^or all 
values of t/D > 1,6 x 10"^ the points showed good agree- 
ment with the curve of fi;\'ure 9 except that the corres- 
ponding points were shifted about 0,2 x 10"^ t/D to the 
left . 
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Unreinf ore ed "beryllium-copper diaphragms with t/D 
ratios loelow 1.6 x 10""^ were found to have partly slack 
centers and gave results that varied considerably from 
one diaphragm to another. 

Effect of variation of corrugation depth .- It should 
"be emphasized that the foregoing discussions api^ly to 
only one diaphragm shape. Some interesting incidental 
results were obtained from, diaphragms fabricated for an 
airspeed indicator, on the effect of changing the depth, 
of corrugation of 3-inch diaphragms. The depth of corru- 
gation was Varied "by forming the diaphragm with one or 
more thicknesses of dental dam between the blank and the 
NB S No. 1 shape die. A number of diaphragms with ap- 
proximately equal t/D ratios were formed from berylliums- 
copper blanks 0.005 inch thick with corrugation depths 
varying from, the NB S No. 1 shape to less than half the 
usual depth. For these diaphragm^s t/D was approximately 
1.5 X 10"^. The diaphragm with normal corrugations had 
the usual flexibility curve for this t/D value. (The 
curve was approximately like curve III, fi?so 8). A dia- 
phragm with a 20 percent reduction in-depth of corruga- 
tion had a flexibility curve more nearly like curve IV, 
A diaphragm with a corrugation depth of slightly less 
than half the normal depth of corrugation had a flexibi- 
lity curve corresponding to a much higher t/D value. 
The deflection of this diaphragm showed a surprising lin- 
earity with equivalent airspeed (the deflection was pro- 
portional to the square root of the applied pressure). 
Over the range 150 to 500 miles per hour, the maximum 
deviation was about 3 miles per hour, when the pressure 
was applied to the convex side. '^'hen the pressure was 
applied to the concave side, the deviation fromi airspeed 
linearity was about 8 miles per hour. 

This example indicates the very important effect of 
the corrugation depth on the pressure-deflection charac- 
teristics of a diaphragmi and the desirability of investi- 
gating the performance of other shapes. 



Hysteresis 

Some observed-hysteresis curves are shown in figures 
10 and 11. The curves in figure 10 are for four differ- 
ent diaphragms. The curves in figure 11 are for the same 
beryllium-copper diaphragm (curve III, fig* 10) for dif- 
ferent maximum deflections. The aftereffect, that is, 
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the hysteresis at zero pressure, was so srr.all in these ex 
periments that the hysteresis curve for all practical pur 
poses terminates at zero on the ordinate scale. 

In curve III of fi^^ure 10 is indicated a douhle max- 
imum, which appears again in figure 11. In general, the 
hysteresis data show less scatter for smaller total de- 
flections where the water column was used and the uncer- 
tainty in pressure measurement was therefore smaller. Th 
scatter shown is no larger than the errors in determina- 
tion of pressure. The curves in figures 10 and 11 are 
typical of all the materials tested for pressure applied 
to either the convex or the concave side of the diaphragm 
While the scatter of points is rather large in some in- 
stances, repeat test^ indicate that the several maximums 
shown may be real. However, further investigation with- 
more s en s i t i ve • appa r atu s is reouired "befor<^ any conclu- 
sions are justified. 

Of special interest is the variation of the maximum 
hysteresis with maximum deflection. The curvps in figure 
12 show the m.axim.um percentage hysteresis plotted against 
the maximum deflection e ypr e s s e d . a s • p e r c en t n g e of 
The hump in the first part of the curve is significant. 
It would appear to indicate that, for the smallest per- 
centage hysteresis, a diaphragmx should "be chosen which, 
under the conditions of use, will "be deflected to several 
percent of its diameter. The hump exists in similar 
curves for diaphragms of each of the materials studied 
and is therefore believed to he a rather general phenom- 
enon. 

It would "be highly desirable to determine whether an 
analogous hump occurs in the percentage-hysteresis curve 
for diaphragms normally loaded, that is, for cyclps of 
variation of loading with rpspect to a fixed load (not 
zero, as in the present study). This knowledge would be 
of great value in analyzing the performance of altimeters 
for instance, in which an evacuated capsule is normally 
under its maximum, load. Although no Quantitative explana 
tion of the cause of these humps is available, it has 
been suggested that they may be due to local snap action. 
Whatever the ultimate explanation of the hysteresis ef- 
fects may be, the immediate end will be served by empir- 
ical comxpar i s ons . The curves in figure 12 show that the 
curves for 1-^-inch diaphragms differ somiewhat from the 
others in having wider humps. 
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In the' upper chart of figure 13 the maximum percent- 
age hysteresis fo-r various maximum deflections from 1 to 
4 percent. D is plotted against the diameterof the dia- 
phragms. The height of the hump in the maximum percent- 
age-hysteresis curve varies somewhat with the diaphragm 
diameter. This variation is shown in figure 13 "by the 
curve marked "Maximum hysteresis." The deflections fol- 
lowed "by the greatest maximum • percent age hysteresis are' 
shown in the lower chart of figure 13 for various diame- 
ters. 



The curves in figure 13 v/ere plotted from averages 
for a numher of diaphragms of unreinforced "beryllium cop- 
per., -i^iaphragms of other materials agree quite closely, 
provided that the percentage for which the average is 

taken is well within the pressure lim^its. There appears 
to "be a definite "but nonlinear variation of maximum per- 
centage hysteresis with diaphragm diameter. For deflec- 
tions up to 4 percent D the percentage maximum hystere- 
sis for l-g'-inch diaphragms is approximately douhle the 
percentage for 2-^-inch diaphragms. The maximum hysteresis 
tends to approach- a constant value as the' diameter and 
the maximum deflection increase. 

If a diaphragm, of the shape investigated is to he 
used in an instrument, a diaphragmi of diameter greater 
than 1-^ inch should "be used to keep hysteresis effects to 
a minimum. ^'or example, with deflections of 2 percent D 
the maximum hysteresis is usually -ahout O.B percent for a 
l-|--inch diaphragm as compared with- 0.3 percent for a 3- 
inch diaphragm. 

For deflecti'Ons up to ahout 3 percent D there are 
no significant differences in hysteresis among heryllium 
copper, phosphor ."bronze, a.nd K-Monel. As phosphor "bronze 
approaches its deflection limit, around 4 to 5 percent D, 
there is a s'harp increase in maximum percentage hysteresis^ 
The minimum value of the maximum percentage" hysteresis for 
"beryllium coppe.r is in the 6 to 7 percent D region. The 
minimum is usually ahout 0.2 percent and may "be as small 
as 0,1 percent. For phosphor "bronze the minimum is usual- 
ly ahout 0,3 to 0,4 percent, K-Monel has a minim.um hys- 
teresis at 4 to 5 percent D of a"bout 0,3 percent. 

It is desira"ble that a diaphragm he used whenever 
possible in the range where hysteresis effects are a min- 
imum, that is, ahout X = o to 7 percent D. As pre- 
viously discussed, larger diameters should also he used 
if the hysteresis effects are an important consideration. 
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In general, the maximum-hysteresis curves show an in- 
crease in the region of the load limit. This increa. se is 
fairly sharp for phosphor bronze and the nickel alloys* 
For heryllium copper the increase .in hysteresis is not so 
pronounced. This increase in the maxim.um hysteresis i s an 
indication of maximum working range. A fahle of suggested 
maximum deflection limits for the various diaphragms 
tested, "based on 'these and other considerations, is given 
in.table lV.- 

Drift, Aftereffect, Recovery, a'nd Zero Shift 

Measurement s . of drift.and recovery for loads suddenly 
applied or r el ea s ed " show c on s i'd e rah 1 e variation from one 
diaphragm to another. This variation may he' due in part 
to the fact that it is im.possihle, with the liauid man- 
omieters,-to m.easure and maintain the pressure'to the high 
sensitivity of the micrometer (5 x 10~^ in,). When a 
given 1 oad ■ i s appli ed to the diaphragm, the pressure must 
he gradually increased to its final value over a period 
;as long as 2 to 6 seconds to prevent an overpressure 
surge. If me.asur ement s are to he taken immediately after 
application of the load the effect of the tim.e between 
the appli'cation of the Irtad and the first reading must he 
•considered^ However, some very definite indications of 
the magnitude ■ of the drift', 'observed largely on beryllium 
copper,' may be pointed 6ut , 

-Within 10 'seconds after the application of pressure 
the -d-e f.l-e'.cti on .was Within about 1 percent of the final 
deflection,- fo..r- a 'ifirial- deflection ^of 5 percent D. At 
the en.d; of "thie first minute the difference had fallen to 
less than 0.2 percent. After about 20 minutes the drift 
.becam-e so -sm.all' that it could not be detected in the suc- 
ceeding hour^ The time of drift decreases for smaller de- 
flections and increases considerably for larger deflections* 

The recovery curve is not, as might be expected, a. 
reversal of the-drift curve. The deflection decreases 
rapidly to a minimum in about 20 to 30 seconds after the 
release of the pressure.- This minimum is usually about 
the same as the final recovery point or' in' some cas^s is 
slight ly negative . ■ The ' de f le Ct i on then ' increases to a 
maximum- (0,2 to 0.3 percent of the maximum deflection for 
a maximum deflection of 5 percent E ) in about 50 to 60 
seconds, and thereafter falls off more' or less rapidly, 
depending on - 1 he • . magni tude of the previous pressure load, 
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to its final value. The time for complete recovery varies 
considerably for different diaphragms. After a deflection 
of 5 percent D the recovery time may "be as short as 5 
m.inutes for some diaphragms and as long as 1 hour for 
others^ The average recovery takes two to three times as 
long as the previous drift under load. 

For stepwise loading the drift after 1 to 3 minutes 
at each step (lO to 20 steps in the loading cycle) was 
too small to he detected for deflections up to 5 percent 
D, Even for deflections up to 7 percent I) the readings 
were essentially constant after 3 to 6 minutes. For step- 
wise reduction in loading constancy of deflection was at- 
tained in approximately the same time. Complete recovery 
at zero load took place within as little as 1 or 2 min- 
utes following loadings up to 5 percent D with stepwise 
unloading. For higher loading the recovery time rapidly 
increased. For deflections of 7 percent D or more the 
recovery of some diaphragms reauired some hours, although 
other diaphragms recovered within a few minutes. 

The average residual deflection at zero load (after- 
effect) for heryllium-copper diaphragms 1 minute after a 
slow unloading from 5 percent D is only 0.02 percent of 
the total deflection. At 7 percent D the aftereffect is 
0,04 percent 1 minute after the load was removed. Other 
materials show a sharper increase in aftereffect at higher 
deflections. This point of sharp increase of "both after- 
effect and time of recovery roughly corresponds to the 
point at which an excessively large numherof loadings 
are required to stabilize the diaphragm (that is, to elim- 
inate the zero shift) and '^•may therefor e "be taken as a 
'fair indication of the useful limit of deflection. 

A heryllium-copper diaphragm would prohahly require 
several hundred loadings at about 8.5 percent D to 
stabilize the zero for loadings up to 8 percent D. Ten 
loadings at ab.out 6.5 percent D will usually stabilize 
the zero for loadings up to 6 percent D ,^ and one or two 
loadings at 5.5 percent D will stabilize a diaphragm 
for loadings up to 5 percent D, Diaphragms of other ma- 
terials tested have lower deflection limits and require 
relatively larger numbers of loadings to attain stability. 
Within the deflection limits listed in table IV, the zero 
shift for a stabilized diaphragm during normal use was^no 
greater than the sensitivity of the micrometer (5 x 10"* 
in.). For a 2-inch diaphragm of beryllium copper this 
shift corresponds to less than 0.005 percent of the total 
deflections. 
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■ Based on thev^e considerations of deflection and on 
considerations of hysteresis previously discussed, the 
S'Uggested limits of maximum deflection for diaphra2:ms of 
the various materials formed to the shape investigated 
and heat-'t r eat ed as described are given in ta"ble IV, The 
tabulated list is subject to certain restrictions listed 
in the discussion that follows. 

Th.ere is no apparent dependence of the percent D 
deflection limit for beryllium copper on either thickness 
or diameter when t/D exceeds 1.6 x 10""^. Below this 
value o.f t/D the maximum deflection is. strictly limited 
by a snap deformation of one of the outer corrugations. 
The diap'hragms perform, satisfactorily up to their snap 
deformation point. Where t/D is between 1.0 x 10~^ and 
0,7 X 10"^ the snap deformation point is in the range 3 
to 4 percent D, For t/D = 1.6 x 10~^ the diaphragm de- 
forms abo've the load limit as set by zero shift, 'slightly 
above 3 percent D, . 

Wo measurements were made on thin diaphragms of other 
materials, but they would pre eumably . show a like snap de- 
formation. For many diaphragms this deformation point 
would"be above the deflection limits set by other consid- 
erations. 

The suggested deflection limit f or. beryllium copper 
is listed' as 5to 7 percent D. It should not be assumed 
that variations between diaphragms indicate this variar 
tion of deflection limit but that the values of deflection 
limit chosen on the basis of different considerations us- 
ually fall within these limits. A deflection of 5 percent 
D represents the deflection from which recovery after re- 
moval of load is very rapid. A deflection of 7 percent D 
or higher represents the point abov.e which excessive 
elastic defects be com.e apparent, ... 

A rough th.e'oret ical prediction of- the comparative 
■m.erits of the various materials in withstanding deflec- 
tions may be obtained from the Knoop indendation number 
and the elastic modulus. 

Because the hardness is an indication of the strength 
of the material and because, for a given strain or given 
deflection in diaphragms of the same diameter, the stress 
will be proportional to the elastic modulus, the deflec- 
tion limit of stressed diaphragms would be expected to 
increase with the ratio of the hardness numbers to the 
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elastic modulus.. The numerical values of this ratio, 
"based on the, relative plat e moduli ' (table II I ) for unre- 
inf orced diaphragms of.thevarious materials, are lis ted 
in order . in . t alDle ■ I V f or . c ompar i s on with the ordering on 
the "basis of suggest ed. deflect i on limit s derived from the 
previous considerations. The Knoop indentation numlDers 
(tahle II) used were o'bta.ined for d i aphr agms _t hat had . 
"been stress-relieved "by heat treatment af t er forming • ' 
The sequence of the materials on this basis agrees quite 
well with that "bas.ed on. the experimental' r e sul t s , v/it h 
the- pos-si'ble exception of Inconel, which may possibly not 
have been properly heat-treated for stress rrlief. 

A knowledge of the hardnesses of s t r e s s -r e 1 i e v e d ina- 
terials may thus permit a reasonable prediction, of the 
relative merits of many other possible diaphragm materi- 
als and,. by interpolation between the experimental values 
for. the jnaterials studieii, may even allow a quantitative 
estimate of performance^ 



Design and. Selection, of Diaphragms 

From the design charts and formulas' given in refer- 
ence 9, together with the data reported here that extend 
the range of deflections considered, it is pos'sible to 
predict for a given diaphragm of the particular shape 
studied, the shape of. the pressure-deflection curve, the 
stiffness or flexibility, the useful load or deflection 
limit, and the magnitude of the hysteresis. 

The following procedure may be used to select dia- 
phragms for a given application : A 1 oad-def lec t i on curve 
of suitable shape for the particular purpose is selected 
from figures 7 .and 8. This curve determines a value of 
t/D; the corresponding value of FX/PD is obtained from 
figure 6. The diameter- D is then computed from this' 
value of FX/PD by substituting the desired sensitivity 
X/P and the. .plate modulus F of the material selected. 
With the value of D, the value of t can be determined. 
In practice, considerations of the available space may 
limit the diameter D. The deflection X must be within 
the deflect i on -limit s but should be as large as possible 
to keep hysteresis effects down to a minimum. The de- 
sign may often be complicated by too many restrictions 
on the variables. Compromise must therefore be made 
among some of the desired features. 
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A numerical .example may "be helpful. Let us assume 
that a prespure-def lect i on curve shape v/ith.'a high- degree 
of- linearity is desired for use in a sue t ion gage . J'ig- 
ure 7. indicates that a high degree of linearity reauires 
t./D to "be approximately 2.x 10"^. I'or.this t/D ratio, 

— = 7.8 X 10^' from' figure 6. Assume that the desired 

X 0 0 1 i r 

sensitivity is — = — ^— ^ — and that "beryllium copper 

P 11) / s n in . 

with a center reinforce m.ent is to "be used so that F = 
19.4 X 10^ pounds per square inch for loading on the con- 
vex side. 

Then 

7.8 X lO'* L = 19.4 X 10^ X 10"^ 

or 

D = = 95 inches 

7.8 

The required thickness is t = 2 x 10"^^ x 2.5=0.005 

inch . 

This diaphragm will have a nearly linear pressure- 
deflection curve within ahout 1 to 2 percent (see fig, 7) 
to a deflection of 5 percent D or 0.125 inch, or 0.25 
inch for a capsule of two diaphragms, which for the chosen 
sensitivity would -correspond to a pressure of. 12^ pounds 
per square inch. Such a diaphragm, if properly seasoned, 
can "be deflected to at least 7 percent- D. without damage. 
At 7 p.ercent D the average flexibility will te ahout 85 
percent. , of the average flexihility at 2 p.ercent (See 
fig. 8.) The pressure required to. deflect the single 
diaphragm to this limit would he 7 x 2.5/0.85 = 20 pounds 
per square inch. This diaphragm could then: he used in .a 
suction gage under full vacuum without injury. 

For diaphragm.s formed hy the tw.-o-stage method as de- 
scribed in thi^s report, the th.ickness of sheet stock 
should he 10 percent greater, th'an the. desired diaphragm 
thickness. For single-stage formation the reduction in 
thickness may "be 15 to -20' percent when the edges are f i,rm- 
ly clamped; if the edges are al.lowed to draw, the reduc- 
tion in thickness may he much less. 
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If K-Monel had heen chosen instead of the heryllium 
copper used in the preceding example, the required diam- 
eter would have "been 3,14 inches for the reauired sensi- 
tivity if the center were not reinforced and even larger 
if the center were reinforced. In such a case it would 
usually "be desirahle to reduce the sensitivity require- 
,ment or, as is customary, to use diaphragm capsules in 
order to reduce the diameter to reasonable limits. 

Although the data and the curves presented in this 
report are mainly for diaphragms loaded on the convex 
side, the design formulas may also he used with a fair 
degree of approximation, for deflection in the other di- 
rection hy using appropriate values of the modulus, pro- 
portional to those given in.tahle III for heryllium cop- 
per. 
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CK3MICAL ANALYSES OIT MATERIALS USBD 



Mate- 
■"-.^ial 
Ele^,. 


Phosphor 
"br onze 


Beryllium 
copper 


1 11 
A-i\Tickel iB-Monel !K-Monel llnconel 


(nominal) 


Chemical composition (percent) 


Cu 
Ni 
Cr 

P 

Be 

Co 

Fe 

Sn 

Pt 

Mn 

Si 

C 

S 

Al 
Zn 
Ti 
Mg 
Ct 


95 


97.3 
.26 


0. 04 
98.99 


32.2 
65 . 01 


30.3 
64 .81 


0.14 
78 .96 
13 .46 




.18- .29 










2.0-2.3 
< .01 
.03-. 13 












- 

.58 
.13 


.41 
1 .07 


.41 
.33 


. 55 
6.3 0 


.01 
4.6 


< .01 

< .01 
0- . 02 












.21 
.02 
. 02 
.005 


1 .03 
.04 
. 02 


.34 
. 26 
.22 

.005 
2.75 


.21 
.17 
.21 

.015 












0- . 06 
P- . 24 


















.47 
< .01 
.10 










. 22 













1 
1 
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TABLS II 

HARD^ISSS 0? DIAPHEAGM KATEHIALS 



Hcjiiinal 

ness 
(in.) 



[ ICiioop indentation nu::]bers (reference lO) 

Sheet I Diaphragm "blank or j After | Stormed and 

stock as : strip, heat formation j heat treated 

received 1 treated I i 



Phos-ohor "bronze 



0.0Q2 


152 


.003 


179 


.OOU 


19s 


.OOd 


200 


.003 


?22 



0.002 
.00^ 
.005 
.002 
.OOS 



0.006 
.006 



150(100 hr, 250°C) \ Could not 

122(100 hr, 250"C) J he formed 

105 ( 1 hr, l!25°C) 

177(100 hr, 250^0) 

llg( 1 hr, U25°C) 

ISO (100 hr, 250^0) 

196(100 iir, 250^0) i 211 



103(50 hr,£30 C) 
192(50 hr,250°C) 



Berylliua co'coer 



125 



336(1 hr, 300°C) 

351(1 iir, 300;^0) 

335(1 hr, 300''C) 

317(1 hr, 300*^0) 

317(1 hr, 300°C) 



336(1 hr, 300 C) 

3li-5(l hr, 300*^0 

327(1 hr, 300°C) 

321^(1 hr, 300°C) 

33l;(l hr, iOO°C) 



A-lTi cl:el 



Soft, go 
Qaarter- 
\ hard, lUg 



I 170(1 hr, 330°C) 



Could not ! 
be formed ' 



-i-i'ionei 



0.006 


' ■ — ■ - ■ - ^ 

Soft, 102 


.006 < 


Q,uartcr- ! 


^ hard , 222 } 



r 



1 



Could not 
he formed 



200(1 hr, 330^0) 



I-Iionel 



-0.006 ! Soft, 192 
.006 / ^^a^t<3r- 
\ hard, 215 


1 273 

1 

1 


32U(l6 hr,5g0°C) 
335(l6 lir,5S0°C) 


Inconel 


0.006 ! Soft, 2^g 

.006 / Qr^arter- 
\ hard, 272 
1 




_ „. , ,.. ,j 


-^32(1 hr, U2R^C) 
3UIi(l lir, lJ-25"C) 
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TABLE III 

7AIUES 0? I13LATIYE PLATE MODULUS P FOE 



DIAPHEAGM MAT3EIALS 



Material 


Pressure on convex side 


j Pressure on concave side 


Hot reinforced 
(l"b/ sq in. ) 


Heinf orced 
(lb/ so in.) 


j xiot reinforced 
1 (IId/ sa in. ) 


Reinforced 
(it/sq in.) 


Pho sphor 
"bronze 
Beryllium 

copper 
A-iTickel 
B-Monol 
K-Moncl 
Inconel 


15.1 X 10 . 
17.0 

^31.7 
22.2 
2U.5 
26.k 


t 




19.^x10^ 


13.gxio^ 


16.7x10^ 



























^At 1.5 percent S. 



TABLE 17 

RELATIVE ORDER OF DIAPHRAGM MATERIALS OIT 
THU BASIS OF DEFL3CTI0DT LIMITS AITD RATIOS OF 



IHDEUTATIOI;! ITUKBER TO MODULUS 



Material 


Suggested deflection liciits 
for diaphragms 
(percent D) 


1 

1 Ratio of Xnoop indentation 
miaber to relative 
modiilu'S 


Beryl li-ujn 


5 to 7 


197 X 10-5 


cov-pcr 






K-Monel 


U to 5 




Pho sphor 






"bronze 


U to 1+1 


127 


Inconel 


3 to 3-1 


12s 


B-Monol 


2 


90 


A-ITickcl 


It 


5^ 
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Fig. 1 
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Figure 1.- Cross-soctional outline of die and pross-oro iDaso used in 
forming diaphragrns . The fo-ar dies used had geometrically 
similar outlines, differing only in the values of D, which were 

I5, 2, 2^, and 3 inches. 
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The diaphra^B were 
claniped In thm pret- 
f»\ire chasibar }>y 
the cylinder C, 
whan the lower plat- 
en was raised. The 
pressures were xDeas-^ 
ured the manome- 
ter U, The deflect 
tlons were measured 
^by the micrometer A« 
which was turned Iqr 
the graduated wheel 




Figure 3.- View of the press used in making and testing the diaphragms, 
with testing apparatus. 
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Wa.tor col-'onm, W 




Fig. 4 



Mercury colioinn, M 



:Ra'blDer 
tubing 





l\Fitromotor 
tulDing 



Figure 4.- Sketch of hydraulic loading 

columns used to apply and 
measure pressures* With stopcock G\ 
closed, water pressures up to 140 centi- 
meters can "be applied. With stopcock C3 
closed, mercury pressures up to 210 
centimeters can te applied. Pressures 
can be applied either suddenly or slowly. 
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Figaro 5.- ProssiirG-dof loction curvos for sovoral roinforcod "borylliuin- 

copper diaphragms. The dotted linos are extensions of the 
straight linos through the X = 0.02D points. 
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Fig. G 




Figure 6 The pressure-deflection data on berylllu?n-copper diaphragjns plotted to show 
the relation between the diraensionless ratios FX/PD and 't/D. The effective 
value of F (approximately E/l - 6^) was taken as 18.9 xio^ pounds per sc^uare inch. (lO^ 
mm ag;. The points marked with open circles represent different diaphragms. Those 
marked with crosses, triangles, or solid dots represent the series of measurements on 
three different diaphragms after successive etchings. 




3 4 
Deflection, perce:it D 

^- Tlie deviations from linearity of pressure-deflection curves for reinforced terylli^ua-copper 
diaphragms. The deviations from the straight line passing through the ori-~in and the load- 
def lection curve at X = 0.04D are plotted as percentages of 0.04D, 



Figure 
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various dof loctions for roinforcod 



"bGrylli-uii-coppor diaiohragas. Tlio ratios of tlio j \ 
— average f lexi"bilities at the indicate i :le- H "t — 

flections to the average flexibilities at 0.02D j \ 
_ are shown. The diarnetors ani t/D ratios are J i 

indicate! for each diaphrag-.i. 



0 12 3 4 5 67 

Defljcti')n, percent D 
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•8 k ^ ' ' ^ ■ ^ ■ ^ 

0 12 3 

IQQCt 

D 

Zigure 9.- The variation of the avoraga ilexioility with t/D for re- 
inforce i 'bGrylliui.i-coppcr diaphragr.is . The ratios of average 
floxitility at 0.0-iD to that at 0.02D arc plottei against t/D. 




t = 6.1 X 10 -2 
D = 2.5 

t/d = 2.4 X 10-^ 
II 

t = 6.0 X 10 
D = 2.0 

t/D = 3.0 X 10--^ 
III 

t = 4.5 X 10 -2 
D = 1.5 

t/D = 3.0 X 10-^ 
IV 

t = 6.8 X 10 
D = 2.5 

t/D = 2.V X 10-^ 

Figure 10.- 

Typical 
hysteresis 
curves for 
phosphor- 
"bronzo and 
■borylliun- 
coppor 
diaj^iragms. 



O 
O 



O 
P 



o 

O 



CD 



3 4 0 1 

Deflection, percent D 



O 




50 X 10-^ 




Deflection, percent D 



I'igarQ 11.- Ifystorosis curves for a ■berylliur.i- copper liaphram. for vari- 
ous maxir.run deflections. These curves are for the sarne 
diaphragm as that of curve III of fi^i'e 10. 
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3 5 6 

Maxirrrur.i deflection, percent D 



Figure 12." The naxir.Tuj-i percentage hysteresis ohtainei from curves in 

figures 10 and 11 and others plotted against the naxinui-i de- 
flections expressed as percentages of the diaphragm diar.ieter. 
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Diav.etor, in. 



Fig^-iro 13.- Tho variation of the perconta-^re naxinim hysteresis for vari- 
ous deflections with the diaphra^cxri diameter is shown in the 
upper group of curves. The curve marked r.iaxirman lij^steresis is for do- 
flections that are followed hy tho greatest porcentaczo hysteresis. Those 
deflections, as percentages of D, are shown in the lower chart for vari- 
ous diameters. 



